C. T. Scan Protocols for Procera/NobelGuide

- Maxilla / Mandible
- Dicom set as per attached CT protocols for a DOUBLE – SCAN PROTOCOL
- SCAN 1: Place radiographic guide onto the plastic container provided orientating into a position similar to that in the mouth
- SCAN 2: Remove opposing denture Yes / No
- Confirm seating of radiographic guide on model through inspection windows
- Insert radiographic guide with markers into mouth and confirm seating through inspection windows as per original model
- Place Occlusal Index onto Radiographic guide
- Have the patient bite into occlusal index and hold in position during scan.
- Please return radiographic guide to Dr Keyes-Tilley’s surgery after scan.

Kind Regards,

Dr Adam Keyes- Tilley.